ROOTT 


open implant system 





INSTRUCTION FOR OPENING 
BOXES AND BLISTERS OF 
ROOTT STERILE PRODUCTS 


Instruction for all sterile ROOTT products 





@ Take a box in your hand 





© Take the blister in your hand 





® Open the blister 
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@ Take out the implant, holding only the green part 
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